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Abstract 

Background: Although several techniques and implants have been developed to address bone loss in revision total 
knee arthroplasty (rTKA), management of these defects remains challenging. This review article discusses the indica-
tions and management options of bone loss following total knee arthroplasty based on preoperative workup and 
intraoperative findings.

Main text: Various imaging modalities are available that can be augmented with intraoperative examination to 
provide a clear classification of a bony defect. For this reason, the Anderson Orthopaedic Research Institute (AORI) 
classification is frequently used to guide treatment. The AORI provides a reliable system by which surgeons can clas-
sify lesions based on their size and involvement of surrounding structures. AORI type I defects are managed with 
cement with or without screws as well as impaction bone grafting. For AORI type IIA lesions, wedge or block augmen-
tation is available. For large defects encompassing AORI type IIB and type III defects, bulk allografts, cones, sleeves, and 
megaprostheses can be used in conjunction with intramedullary stems.

Conclusions: Treatment of bone loss in rTKA continues to evolve as different techniques and approaches have been 
validated through short- and mid-term follow-up. Extensive preoperative planning with imaging, accurate intraopera-
tive evaluation of the bone loss, and comprehensive understanding of all the implant options available for the bone 
loss are paramount to success.
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Introduction
Patients undergoing total knee arthroplasty (TKA) are 
at risk of sustaining bone loss due to several etiologies 
including stress shielding, infection, osteolysis, mechani-
cal bone loss due to a loose implant, or even iatrogenic 
loss during revision surgery [1]. Despite the development 
of multiple modern revision implants, the management of 
these bone defects remains one of the biggest challenges 

in revision TKA (rTKA). The goals of  rTKA are similar 
to primary TKA: to restore the patient’s limb alignment, 
joint line, soft tissue balance, patellar tracking, and range 
of motion. Bone loss can be limited  with a stable, well-
positioned implant [2].

Given the increased complexity of rTKA compared 
with primary TKA, accurately classifying bone defects is 
critically important in determining treatment algorithms. 
Preoperatively, a myriad of radiographic techniques can 
be used to estimate the size of a defect, but the extent of 
bone loss is not fully understood until the components 
are removed intraoperatively and debridement of any 
fibrous or necrotic tissues has taken place. As a result, 
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many classification systems based on the size, severity, 
and location of the defect have been created to guide 
treatment [3–6]. Therefore, having a detailed preopera-
tive plan with multiple contingency plans is crucial for 
success. In this review article, we discuss the diagnosis, 
workup, and treatments of bone loss following TKA.

Preoperative planning
Prior to evaluation with laboratory tests and/or radio-
graphs, a comprehensive patient history involving a thor-
ough physical examination should be completed. Query 
of the pain location and characteristic may help the 
surgeon to determine the etiology of bone loss. Assess-
ment of inflammatory markers including an erythrocyte 
sedimentation rate (ESR) and C-reactive protein (CRP) 
level is the next step in evaluating patients present-
ing with pain after TKA [7]. Elevations in these levels 
(ESR > 30 mm/h or CRP > 1 mg/dL) should prompt aspi-
ration of the joint to assess the cell count, differential, 
and fluid cultures [8].

After infection has been ruled out, there are several 
options for radiographic evaluation. Anteroposterior 
(AP) and lateral radiographs will allow the surgeon not 
only to infer possible causes of failure but also to assess 
the quality of implant fixation. Bilateral full-length 
standing AP radiographs can be used to characterize 
alignment, and oblique radiographs may better reveal 
osteolysis [9]. The Merchant view helps to demonstrate 
appropriate patellar tracking. Various techniques such as 
dual-energy computed tomography, magnetic resonance 
imaging with high bandwidth optimization, view angle 
tilting, multiacquisition variable-resonance image com-
bination, and slice encoding for metal artifact correction 
have been developed to limit metal artifact interference 
and allow for better detection of bone loss, loosening, 
and possible infection [10–13].

Intraoperative examination
To minimize bone loss during implant removal, it is 
best to mechanically disrupt the implant–bone inter-
face circumferentially before forcibly displacing the 
implant with a mallet and tamp. Failure to do so can 
result in large sections of metaphyseal and cortical 
bone fracturing away with the removed implant. Spe-
cial focus should be given to the less accessible under-
surfaces of the implant such as the posterior femoral 
condyles and the posterolateral tibial plateau. Power 
instruments such as a sagittal saw or high-speed pen-
cil-tip burr can be used to trace the underside of the 
implants. Manual instruments such as a Gigli saw wire 
are also reasonable options, but they may be more time 
consuming and technically challenging. If osteotomes 
are used, thin ribbon osteotomes are preferred to avoid 

compression of the underlying bone stock that occurs 
when forcing a thicker osteotome into the interface. 
When using a mallet and tamp or extractor, the vector 
of removal should be the opposite of the insertion vec-
tor. Using the incorrect vector can cause fracture of the 
underlying bone when buried aspects of the implants 
such as the femoral box or tibial keel rotate out of the 
host bone. After implant removal, time must be taken 
to carefully remove any remaining cement mantle. 
Cement mantle that may be deeper in the canals should 
be removed with specialized instruments using simi-
lar techniques to hip surgery. Also, the surgeon must 
be prepared to remove implants and cement using 
controlled osteotomies rather than uncontrolled frac-
tures. Extensile exposures such as femoral oval win-
dows and tibial tubercle osteotomies may sometimes be 
necessary.

Following implant removal and debridement of nonvi-
able tissue, careful intraoperative evaluation is required 
to determine the extent of reconstruction required. Opti-
mal results are obtained only when the joint line has 
been restored and physiologic range of motion through 
flexion and extension is recreated [14–16]. The joint line 
is a three-dimensional construct composed of a flexion 
and extension gap, each determined by different compo-
nents. Accordingly, the flexion gap can be approximated 
by the femoral component AP size, AP translation, flex-
ion/extension of the femoral component, and the tibial 
component height and polyethylene thickness. On the 
other hand, the extension gap is adjusted mostly through 
the distal femoral component position, tibial component 
height, and polyethylene thickness.

While imperfect and sometimes difficult to distinguish 
intraoperatively, anatomical landmarks must also be con-
sidered when evaluating for bone loss, whereby normal 
values are calculated using the joint line as a reference. 
One may theoretically estimate femoral bone loss by 
assuming that the normal distance from the lateral and 
medial epicondyles to the joint line is 25 mm and 30 mm, 
respectively. The adductor tubercle is usually 40–45 mm 
proximal to the joint line. Furthermore, a rough calcula-
tion of the depth of tibial bone loss begins with the pre-
sumption that the fibular head is 15  mm distal to the 
joint line [17].

With this in mind, rTKA can be broken down into 
three steps, generalized as follows: (1) reestablish the 
tibial platform, (2) restore the flexion gap, and (3) recon-
stitute the extension gap [18]. The management of bone 
loss plays a large role in establishing the tibial platform, 
flexion gap, and extension gap. Therefore, interventions 
must be based on preoperative planning and intraopera-
tive estimates of bone loss.
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Classification of bone defects in revision total knee 
arthroplasty
There are several classification systems that have been 
developed to describe bone deficiencies in primary 
TKA and rTKA. The Dorr classification characterizes 
defects as being central or peripheral, and separates cases 
based on primary or revision procedures. While sim-
ple and straightforward, this classification system does 
not define the size of a defect, nor does it involve femo-
ral defects. The nature of this system precludes it from 
assessing complex bone defects, and it is less helpful in 
rTKA [4]. The Elia and Lotke classification defines bone 
defects as large or small [3]. Although it provides a defi-
nition of large defects (> 1 cm in depth and > 50% of the 
osteotomized femur or tibia), this system is too simple 
to describe commonly encountered defects. Therefore, 
it may not be able to guide treatment nor predict clini-
cal outcomes. The Insall classification separates bony 
defects into contained and uncontained [5]. Contained 
defects have retained their cortical rim, while uncon-
tained defects have bone loss that lacks a cortical rim. A 
number of treatment options are considered in this clas-
sification system, including cementation alone, cemen-
tation or augmentation with a stemmed component, 
stem extensions, and block augmentation. Comprehen-
sive definitions of the size and shape of both femoral 
and tibial defects are provided by this system; however, 
critics of this classification cite outdated descriptions of 
uncommon morphologies encountered with old implant 
designs.

The Anderson Orthopaedic Research Institute (AORI) 
bone defect classification is the most widely accepted 
scheme that allows for communication, comparison, and 
management recommendations [6]. The classification is 
summarized in Table  1. Given its consideration of both 
the location of the defect and the stability of the implant, 
the AORI classification allows for preliminary planning 
based on preoperative radiographs [19, 20]. However, the 
classification must be confirmed by intraoperative find-
ings as there are no guidelines or tools for quantifica-
tion of bone loss on preoperative imaging. Furthermore, 

increased bone loss occurs during implant extraction. 
Consequently, preoperative underestimation of bone 
loss is common, especially when obscured by radiopaque 
implants. Lesions are stratified into three ranks depend-
ing upon size, localization, and involvement of surround-
ing soft tissues. Type I defects have minor and contained 
cancellous bony defects with intact metaphyseal bone. 
The adequate cancellous bone around the joint line main-
tains implant stability. These are treated with cement, 
cement with screws, or impaction bone grafting. Type II 
defects are defined as moderate or severe cancellous and/
or cortical bone defects. Type  IIA defects involve one 
femoral condyle or tibial plateau, while type IIB defects 
involve both femoral condyles or tibial plateaus. Depend-
ing on the case, type  IIA lesions can be managed with 
modular stems, wedge or block augmentation, cement 
with screws, or impaction bone grafting. Type III lesions 
compromise a major portion of the femoral condyle or 
tibial plateau and may also involve ligamentous or tendi-
nous insertions. Type IIB and type III defects are treated 
with modular stems, bulk allografts, cones, sleeves, or 
megaprostheses.

Management of bone defects
Cement
The indications for and applications of polymethyl meth-
acrylate (PMMA) have evolved with the field of ortho-
pedics. PMMA alone is indicated for contained and 
uncontained bone defects measuring < 5  mm in depth, 
such as an AORI type  I defect [21]. Antibiotic-laden 
cement can also be used to deliver antibiotics in patients 
at higher risk of periprosthetic joint infection [22]. There 
are several instances where cement should be used with 
caution, however, as PMMA does not provide biologic 
fixation and cannot restore lost bone stock [23]. Cement 
is also subject to fragmentation, which may lead to pros-
thetic loosening [24], thermal necrosis secondary to the 
natural exothermic reaction involved in polymerization 
[25], and the potential for fat embolism [26].

To be successful with cementation, the surgeon 
should begin by assessing for bone defects after making 

Table 1 Anderson Orthopaedic Research Institute (AORI) rTKA bone defect classification

Type Description

I Minor and contained cancellous bony defects that do not affect implant stability

II Moderate to severe cancellous and/or cortical bone defects

IIA: one tibial plateau or femoral condyle

IIB: both tibial plateaus or femoral condyles

III Massive cavitary and segmental bone loss of both tibial plateaus and/or femoral 
condyles with/without ligament or tendon involvement
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freshening bony skim cuts. Given that cement must 
interdigitate with cancellous bone, defects should be 
debrided of all fibrous tissue and sclerotic bone should 
be roughened. Cement is strongest in compression, so 
any slopes or angles should be cut into step-offs. Several 
authors have described successful outcomes following 
rTKA that involved cement. Berend et al. examined 248 
knees that required rTKA and received cement with or 
without screws from 1989 to 2010, with a mean follow-
up time of 7.4 years (range 2–19.9 years) [27]. At 15 years 
of clinical follow-up, patients who received revision 
with cement alone had a higher survival probability of 
0.9859. Three knees required re-revision due to unknown 
complications. Lotke et  al. reported on 59 rTKAs that 
received cement fixation and were followed for an aver-
age of 7.1 years (range 5–11 years) [28]. Average clinical 
scores for all knees increased from 28 points preopera-
tively to 78 points postoperatively. Two patients required 
re-revision: one for infection and one for aseptic loosen-
ing after sustaining a fall.

Cement with screws
The indications for cement with screws are slightly 
broader than cement alone, and they can be used in 
larger AORI type I defects and type  IIA defects, with 
recommendations including contained and uncon-
tained defects up to 10  mm [21]. Most commonly, 
3.5-mm cortical screws should be advanced into the 

metaphyseal defect until they engage distal bone. The 
length of the screws should be such that the screw 
heads are entirely within the defect and can be bur-
ied in the new cement mantle. Screw contact with the 
eventual implant should be avoided, and the defect 
should be filled with cement that buries the screw head 
immediately before implantation of the final prosthesis 
(Fig.  1). The combination of cement with the addition 
of screws has multiple advantages including enhanced 
strength of fixation when compared with cement alone, 
lower cost compared with other options, and  simpli-
fication and shortening of operative times when com-
pared with bone grafting and metal augmentation [29].

Ritter et  al. followed 57 patients with tibial defects of 
up to 9 mm in height [30]. Although 25% of patients had 
nonprogressive radiolucency at the interface between 
bone and cement, no components failed and there was 
no progression of radiolucency at 7 years postoperatively.

Modular stems
Cases of rTKA where the articular and metaphyseal 
bone are compromised require the addition of a stem to 
facilitate load transfer and distribution of stress. Modu-
lar stems can be used for a range of defect sizes including 
AORI type IIB and III, but also type I and IIA to bypass 
metaphyseal bone defects and diminish the strain at the 
implant–host bone interface. The method by which stems 
should be fixed during rTKA continues to be a matter of 

Fig. 1 A Gross anatomy and B, C radiographic imaging of fixation screws with rebar technique in the tibial plateau
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debate. Cemented stems are metaphyseal engaging and 
can be implanted with a cement restrictor to enhance 
interdigitation of the cement with host cancellous bone 
[31]. This technique provides immediate fixation with 
shorter stems that do not influence the final implant 
position. This may make removal of the implant more dif-
ficult during re-revision surgery, however, and patients 
who receive cemented stems are at a higher risk of stress 
shielding of the metaphyseal bone. Hybrid stem fixation 
combines cement placement at the metaphyseal implant–
bone interface with a press-fit model that can engage the 
cortical bone of the diaphysis [32]. These implants are 
generally longer and provide greater stability but may 
need to be offset if the diaphyseal engagement causes 
proximal malalignment. Longer and stiffer stems may 
also result in end-of-stem pain in the tibial region.

Several articles have supported the use of both tech-
niques during rTKA, making the choice of stem fixation 
controversial and largely dependent on surgeon prefer-
ence. Kosse et  al. conducted a randomized controlled 
trial whereby fully cemented and hybrid stems were com-
pared using radiostereometric analysis at various time 
points following rTKA [33]. At 6.5 years postoperatively, 
23 patients spread across both cohorts showed no signifi-
cant difference in median total translation and rotation 
of the femoral and tibial components. Additionally, there 
were no significant differences between Knee Society 
Scores (KSS), Knee Osteoarthritis Outcome Scores, or 
visual analog scales for pain and satisfaction.

Impaction bone graft
Indications for impaction morselized bone grafting in 
rTKA include AORI type II and III defects as well as mild 
contained and uncontained bone defects that involve 
a depth of < 50% of the femoral condyle or tibial plateau 
[21, 34]. Whether using autograft or donor allograft, 
bone chips should be as large as practical, up to 5  mm 
in diameter, to ensure stability. To use a morselized graft 
in a contained defect, the surgeon must first debride the 
defects to remove all fibrous tissue. There must be a vas-
cularized, bleeding bed of host bone, and sclerotic bone 
should be burred away to facilitate this. Then, a finely 
ground morselized bone graft is tightly packed into the 
defect, and the final components can be implanted. If a 
more stable bone grafting construct is needed, metal wire 
mesh can be utilized. This technique allows surgeons 
to mold and contain the graft based on patient-specific 
requirements. Although preferred in younger patients 
who may require further revision, the impaction force 
required to set the graft cannot be quantified, making the 
integrity of the construct uncertain. Furthermore, bone 
graft takes time to incorporate and thus may not be as 
immediately stable as cement augmentation [35].

The use of impaction bone grafting is an established 
technique that has classically been described for the 
management of bone loss in rTKA. Hanna et  al. retro-
spectively reviewed 56 patient who underwent rTKA 
with long-stemmed components that were reinforced 
with morselized bone graft from 1999 to 2006 [36]. All 
patients had a minimum follow-up time of 4  years. At 
10  years postoperatively, cumulative prosthesis survival 
was 98% and mean Oxford Knee Scores (OKS) improved 
from 21 to 41 at date of last follow-up. Five patients 
required reoperation for lateral collateral ligament recon-
struction, spacer exchange, patellar baja exploration, 
Roux–Goldthwait procedure, and two-stage revision to a 
knee fusion secondary to infection.

Bedard et al. examined 35 rTKAs that involved the use 
of diaphyseal impaction bone grafting from 2005 to 2016 
[37]. Patients had a mean follow-up time of 4 years and 
100% survival free from revision of the impaction graft-
ing construct due to aseptic loosening at 4  years. All 
unrevised knees exhibited incorporation of the impac-
tion bone graft radiographically. A total of six patients 
required re-revision secondary to infection (n = 4) and 
periprosthetic fracture (n = 2).

Augments
Augments have become highly specialized and are classi-
fied based on the involvement of tibial (Fig. 2) or femoral 
components, but are generally reserved for patients with 
AORI type IIA and IIB defects. Most augments are made 
from tantalum or titanium, which not only are biocom-
patible but also have thrombogenic potential to encour-
age hematoma formation and bone healing [38]. The field 
of three-dimensional (3D) printing has also revolution-
ized the way complicated orthopedic problems are man-
aged. In a cadaveric study, Dion et al. demonstrated that 
3D-printed titanium augments achieved significantly 
less micromotion than standard fully cemented stems 
in fresh-frozen tibias status post removal of the primary 
TKA construct [39]. In the coming years, patients suffer-
ing from large bony defects may be reconstructed with 
3D-printed augments that are tailored to their specific 
anatomy.

Tibial augments
Tibial augmentation can be performed with modular 
metal wedges or blocks and is considered when defects 
encompass 5–20  mm of depth, particularly if these 
defects fail to support at least 25% of the tibial baseplate. 
Although the decision to use wedge or block augmenta-
tion is case specific, block augments generally have a 
lower rate of implant loosening and are more stable than 
wedges due to lower shear forces [40]. On the other hand, 
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block augments are expensive and require substantial 
bone removal to accommodate the insert [41].

Femoral augments
Femoral bone deficiency may be treated with block-
shaped augments with varying thicknesses ranging from 
5 to 15 mm [42]. Femoral augments are designed for the 
medial and lateral condyles both distally and posteriorly. 
Posterior femoral augments are of particular benefit as 
they promote restoration of the femoral component in 
the anteroposterior dimension and alter the flexion gap, 
which may address extension–flexion mismatch. Plac-
ing a femoral augment posterolaterally will also prevent 
internal rotation of the femoral component.

Mid-term results are available for patients who 
received augments during rTKA. Stambough et al. exam-
ined seven patients from 2006 to 2014 with uncontained, 
unicondylar tibial bone defects that had an excessive loss 
of supportive cortices in the metadiaphyseal region after 
undergoing TKA [43]. These patients were treated with 
highly porous metal acetabular wedge augments and had 

a minimum 3-year follow-up with an average of 5 years 
(range 3–12 years). All wedge augments showed no clini-
cal evidence of failure at last follow-up, and no patients 
required re-revision. One patient died from septice-
mia 15  months after revision surgery due to unknown 
causes. Crawford et  al. analyzed the outcomes of 274 
knees that underwent rTKA with a modular system com-
posed of cobalt chrome or titanium from 2005 to 2013 
[44]. Patients had a minimum of 2 years of follow-up and 
a mean follow-up of 6 years (range 2–11 years). Clinical 
KSS rose from 45 to 79 (p < 0.0001), and function scores 
from 46 to 56 (p < 0.0001). Since the initial revision, there 
have been 25 aseptic revisions, 15 of which were second-
ary to aseptic loosening.

Bulk allograft
Bulk structural allograft is typically indicated for large 
defects (AORI type II and III) that exceed the dimensions 
of metal augments. The femoral head is a common allo-
graft choice. The defect and the allograft must be shaped 
to fit together. As with morselized grafting, bulk allograft 

Fig. 2 AP (left) and lateral (right) radiographic imaging demonstrating a medial tibial augment (arrow) and hybrid fixation with metaphyseal 
cementing, an offset connector, and a cementless tibial stem
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should contact vascularized, nonsclerotic host bone. The 
grafts should be fixed in place with screws, and metal-on-
metal contact between screws and the implants should 
be avoided. Bulk allograft offers the potential benefit of 
rebuilding bone stock in a young patient. However, they 
have a risk of nonunion, resorption, or collapse leading 
to structural instability [45]. In such cases, the addition 
of a stem may be warranted to protect the graft from 
excessive load. Without a stem in place, the load experi-
enced by the knee joint will expose the cancellous bone 
to weight greater than its ultimate strength [46].

There is copious literature demonstrating the benefit of 
structural allograft in rTKA for patients with severe bone 
defects. Chun et al. assessed 27 patients who underwent 
rTKA from 1997 to 2003 with a fresh-frozen femoral 
head allograft and a diaphyseal-engaging stem [47]. At a 
median follow-up of 107 months (range 96–157 months), 
the mean range of motion increased from 71° to 113°, 
and the mean Hospital for Special Surgery knee score 
improved from 46 to 83. Failure occurred in only one 
knee secondary to infection; otherwise, 26 out of 27 
knees demonstrated union with no evidence of collapse 
at an average of 7 months postoperatively.

Sandiford et  al. compared postoperative outcomes in 
45 patients undergoing rTKA with femoral head allo-
graft (n = 30) versus trabecular metal augments (n = 15) 
between 2002 and 2008 [48]. There was a mean follow-
up time of 9 years, and no patient was lost to follow-up. 
They found no significant differences in mean OKS and 
Western Ontario and McMaster Universities Osteoar-
thritis Index Scores. Five-year survivorship was higher 
(93% versus 91%) in the allograft group, and they found 
no significant differences in surgical complications. One 
patient in the allograft group sustained a periprosthetic 
fracture.

Cones
Cones are usually reserved for AORI type  II and III 
defects where the metaphyseal bone is largely absent 
[49, 50]. Recently, tantalum and titanium have been used 
due to their high biocompatibility, porosity, and osteo-
conductive potential, as well as their similar modulus of 
elasticity to cortical bone [51]. The surgeon must begin 
by removing previous implants, cement, membrane, and 
all nonviable tissue. This is followed by reaming of the 
femoral and tibial canals, which provides a foundation 
for bone preparation with broaches. Further accommo-
dations for the cone can then be made by using a high-
speed burr to shape the metaphysis as needed, skim cuts 
can be made, and augments added as needed. Trial com-
ponents can then be placed, and a metal cone chosen that 
fits the defect. The stem can then be cemented in place 
through the cone’s center. Additionally, fixation may be 

achieved with a hybrid technique that utilizes a cement-
less press-fit stem (Fig. 3). No superiority of either fixa-
tion method has been found, and ultimately, metaphyseal 
cones represent an opportunity to achieve mid- to long-
term success, even with severe bone loss [46]. The advent 
of cone use in rTKAs has made the procedure less techni-
cally demanding and more streamlined for surgeons who 
may have once used structural bone grafts. Despite their 
known advantages, however, cones often require that the 
surgeon remove bone before implantation to accommo-
date the insert.

Many studies have examined the outcomes of rTKA fol-
lowing cone placement. Remily et al. performed a retro-
spective analysis of 54 patients who underwent an rTKA 
from 2015 to 2017 for an AORI type II or III defect and 
were treated with a 3D-printed femoral or tibial porous 
titanium metaphyseal cone [52]. Patients had a minimum 
2-year follow-up with a mean follow-up of 29.9 months 
(range 24–42  months). Radiographic analysis revealed 
that 51 of the cones were well fixed without evidence of 
loosening or migration. Additionally, mean postoperative 
KSS were significantly higher when compared with pre-
operative scores (80.4 versus 52.0, p > 0.001). Survivor-
ship was 98.5%, 88.2%, and 77.9% for aseptic loosening, 
cone revision for any reason, and reoperation of the knee 
for any reason, respectively. One patient who received 
both tibial and femoral cones underwent re-revision sec-
ondary to aseptic loosening of the femoral cone, while 
another patient who also received both tibial and femo-
ral cones developed a prosthetic joint infection requiring 
two-stage revision. Lastly, five patients with either a fem-
oral or tibial cone developed a prosthetic joint infection 
requiring two-stage revision.

Chalmers et  al. retrospectively examined 163 patients 
who underwent rTKA with a porous tibial cone from 
2016 to 2018 [53]. The mean age was 67 years, and a min-
imum follow-up duration of 2 years was established with 
a mean follow-up of 2.5  years (range 2–4  years). Their 
reports include 100% survivorship free from re-revision 
due to aseptic loosening, 96% free from any nonmodu-
lar revision, and 86% free from any reoperation at 2 years. 
In total, there were 23 reoperations, including the 6 non-
modular re-revisions requiring cone removal all second-
ary to PJI.

Ohlmeier et al. examined the clinical outcomes of cal-
cium-phosphate-coated tibial cones by retrospectively 
analyzing 52 patients requiring rTKA for AORI type IIA 
(17), type IIB (14), and type III (21) bone defects [54]. 
Patients were selected from January 2016 to December 
2017 with a mean follow-up of 22  months. Mean OKS 
postoperatively was 28.6 points, and 22 knees showed 
appropriate radiographic positioning of the cones at 
a mean follow-up of 16.8  months. Three patients had 
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bone–cement interface radiolucencies, and three patients 
had heterotopic ossifications. Two patients required re-
revision secondary to infection, and two more patients 
required re-revision due to aseptic reasons, involving 
patellar dislocation in one case and loosening of the tibial 
component including the tibial cone in the other.

Sleeves
Currently, titanium metal sleeves in rTKA are indicated 
in cases of large contained AORI type IIA, IIB, or III bone 
defects. While sleeves serve the same purpose as cones, 
sleeves are implant specific, unitized to the stem, and 
inserted with the entire prosthesis as one unit. Despite 
these nuances, the placement of sleeves is similar to that 
of tibial cones with reaming of the medullary canal and 
subsequent sizing of the sleeve. The construct is then 
built with the sleeve attached to the stem and femoral or 
tibial component, and the prosthesis is impacted and may 
be cemented or uncemented. In such cases, metaphyseal 
sleeves may provide the added benefit of creating a sup-
portive structure for reconstruction when there is com-
promise of the metaphysis. Similar to cones, tibial sleeves 
are expensive and can be difficult to extract after osteoin-
tegration [55, 56].

Several authors have outlined the benefit that sleeves 
can provide during rTKA with severe bone loss. Panesar 
et  al. explored the outcomes associated with 99 rTKAs 
of rotating hinge knee prostheses performed with unce-
mented metaphyseal sleeves from 2002 to 2018 [57]. The 
mean follow-up time was 7 years (range 3.6–11.6 years). 
Sixty-seven cases were for aseptic revisions, while 32 
were in the setting of infection. At the latest follow-up, 

OKS had risen by 15 points with survivorship of 81%. 
Twenty-six patients required re-revision secondary to 
infection (10), patella resurfacing (5), failure of bony 
ingrowth (2), and fracture (1). Algarni et al. investigated 
outcomes associated with rTKA by reviewing 52 knees 
that required a metaphyseal sleeve with a cementless 
tibial or femoral stem from 2012 to 2018 [58]. The mean 
follow-up time was 4.1  years (range 2.0–7.5  years) with 
a minimum follow-up of 2  years. Following rTKA, the 
range of motion improved by 17° on average (p = 0.19) 
and KSS increased by just under 28 points (p < 0.001). 
Aseptic loosening survivorship and overall survivorships 
were 100% and 96.3%, respectively, with only one case of 
sustained fracture and reoperation.

Megaprostheses
Traditionally reserved for knee reconstruction cases fol-
lowing tumor resection, megaprostheses may also be 
used in patients with severe bone loss, such as an uncon-
tained AORI type III defect [59, 60]. Typically encoun-
tered following chronic infection or multiple surgeries, 
megaprostheses are usually reserved for patients where 
replacement of the distal femur (Fig. 4) or proximal tibia 
is required [61]. In cases of non-reconstructible bone loss 
where a limb-salvage procedure is required, megapros-
theses represent a viable solution with a relatively rapid 
rehabilitation period that can ultimately provide a sta-
ble construct for the patient [62, 63]. Introduction of a 
rotating hinge platform along with the use of modular 
endoprosthesis instead of custom-made implants have 
decreased failure rates and improved availability and ver-
satility [64–66]. Surgeons opting to use megaprosthesis 

Fig. 3 Radiographic imaging of cemented and hybrid stem technique, with and without cone augmentation. From left to right: cemented without 
cone; cemented with cone; hybrid without cone, hybrid with cone. *Indicates the presence of a cone



Page 9 of 11Bieganowski et al. Knee Surgery & Related Research           (2022) 34:30  

should be aware of the technical challenges generally 
encountered when using these implants. The complica-
tions associated with megaprostheses include patellar 
maltracking and component malrotation as well as the 
magnitude of the revision if the prosthesis gets infected 
[67].

Holl et  al. looked at the outcomes of 21 knees in 20 
patients who underwent rTKA with a megaprosthesis 
between 2000 and 2010 [61]. The average patient age 
was 73 years, and all 20 patients had nononcologic indi-
cations for megaprosthesis, including periprosthetic 
infection (5), fracture (9), nonunion (5), and aseptic loos-
ening (2). At a mean follow-up time of 34 months (range 
10–84  months), KSS had significantly improved from 
43 ± 15 to 68 ± 16.8 (p < 0.05). Notably, 11 patients suf-
fered complications involving infection (6), fracture (2), 
and aseptic loosening (2) as well as one patient who had 
persistent wound healing problems.

Grammatopoulos et  al. examined the outcomes of 
80 knees in 79 patients who underwent rTKA with a 
modular femoral endoprosthesis from 2005 to 2014 
[68]. Patients had a mean follow-up of 5  years (range 
0.1–11.5  years) and an average age of 69  years. Overall 

survival at 5 years was 87%, and a “worst-case scenario” 
analysis determined a 5-year survival of 74%. Although 
25 patients experienced a complication following surgery 
and 18 patients required further surgery, limb salvage 
was achieved in all patients.

Vertesich et  al. retrospectively reviewed 30 patients 
requiring rTKA with distal femoral reconstruction 
involving a modular megaprostheses from 1997 to 2017 
[67]. The mean age of their cohort was 74.38  years, 
and mean follow-up time was 54.15  months (range 
1–240  months). Revision-free survival was 74.8% at 
1 year, 62.5% at 3 years, and 40.9% at 10 years postop-
eratively. Of the total number of patients included, 16 
patients had at least one complication involving soft-
tissue failure (n = 3), aseptic loosening (n = 4), and 
structural failure (n = 1) requiring revision surgery. The 
remaining eight patients suffered infection, three of 
whom required revision surgery.

Fig. 4 AP (left) and lateral (right) radiographic imaging of a distal femoral replacement megaprosthesis
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Conclusions
As the demand for TKA continues to rise in the com-
ing decades, surgeons will be tasked with improving 
the techniques and hardware employed to manage 
revisions. Bone loss during rTKA represents a com-
plex issue that must take into consideration all facets 
of underlying pathology to avoid exposing patients to 
further revision. Extensive preoperative planning with 
imaging, accurate intraoperative evaluation of the 
bone loss, and comprehensive understanding of all the 
implant options available for the bone loss are para-
mount to success.

Abbreviations
rTKA: Revision total knee arthroplasty; AORI: Anderson Orthopaedic Research 
Institute; TKA: Total knee arthroplasty; ESR: Erythrocyte sedimentation rate; 
CRP: C-reactive protein; AP: Anteroposterior; PMMA: Polymethyl methacrylate; 
KSS: Knee Society Scores; OKS: Oxford Knee Score.

Acknowledgements
Not applicable.

Author contributions
TB, DB, VS, JM, and VA equally contributed to this work, which included litera-
ture research, analysis, and manuscript preparation. JR and RS oversaw the 
conceptualization of the project and made final edits prior to submission. All 
authors read and approved the final manuscript.

Funding
No funding was provided for this study.

Availability of data and materials
Not applicable.

Declarations

Ethical approval and consent to participate
The present study was exempt from institutional review board (IRB) approval. 
Not applicable.

Consent to publication
Not applicable.

Competing interests
TB, DB, VS, VA, and JR have nothing to disclose. JM is a paid consultant for 
Medacta. RS is a paid consultant for Intellijoint and Smith&Nephew; holds IP 
royalties in Smith&Nephew; and holds stock options in Gauss Surgical, Intel-
lijoint, and PSI.

Author details
1 Division of Adult Reconstruction, Department of Orthopedic Surgery, NYU 
Langone Health, 301 East 17th Street, New York, NY 10003, USA. 2 Department 
of Orthopedic Surgery, Geisinger Health, Scranton, PA, USA. 

Received: 30 December 2021   Accepted: 21 May 2022

References
 1. Shafaghi R, Rodriguez O, Schemitsch EH, Zalzal P, Waldman SD, Papini M 

et al (2019) A review of materials for managing bone loss in revision total 
knee arthroplasty. Mater Sci Eng C 104:109941

 2. Graichen H (2014) TKA revision—reasons, challenges and solutions. J 
Orthop 11(1):1–4

 3. Elia EA, Lotke PA (1991) Results of revision total knee arthroplasty associ-
ated with significant bone loss. Clin Orthop Relat Res 271:114–121

 4. Dorr LD (1989) Bone grafts for bone loss with total knee replacement. 
Orthop Clin North Am 20(2):179–187

 5. Insall JN (1993) Revision of aseptic failed total knee arthroplasty. Surg 
Knee 935–57

 6. Niccoli G, Mercurio D, Cortese F (2017) Bone scan in painful knee arthro-
plasty: obsolete or actual examination? Acta Bio Medica Atenei Parmensis 
88(2-S):68–77

 7. Lonner JH, Fehring TK (2009) Revision total knee arthroplasty: the preop-
erative evaluation—the painful total knee: a cost-effective algorithm. J 
Bone Joint Surg Ser A 91(SUPPL. 5):64

 8. Della Valle CJ, Sporer SM, Jacobs JJ, Berger RA, Rosenberg AG, Paprosky 
WG (2007) Preoperative testing for sepsis before revision total knee 
arthroplasty. J Arthroplasty 22(6 SUPPL.):90–93

 9. Hochman MG, Melenevsky YV, Metter DF, Roberts CC, Bencardino JT, 
Cassidy RC et al (2017) ACR appropriateness Criteria® imaging after total 
knee arthroplasty. J Am Coll Radiol 14(11):S421–S448

 10. Chae HD, Hong SH, Shin M, Choi JY, Yoo HJ (2020) Combined use of 
virtual monochromatic images and projection-based metal artifact 
reduction methods in evaluation of total knee arthroplasty. Eur Radiol 
30(10):5298–5307

 11. Sodhi N, Jacofsky DJ, Chee A, Mont MA (2020) Benefits of CT scanning 
for the management of knee arthritis and arthroplasty. J Knee Surg 
34(12):1296

 12. Katsura M, Sato J, Akahane M, Kunimatsu A, Abe O (2018) Current and 
novel techniques for metal artifact reduction at CT: practical guide for 
radiologists. Radiographics 38(2):450–461

 13. Jungmann PM, Agten CA, Pfirrmann CW, Sutter R (2017) Advances in MRI 
around metal. J Magn Reson Imaging 46(4):972–991

 14. König C, Sharenkov A, Matziolis G, Taylor WR, Perka C, Duda GN et al 
(2010) Joint line elevation in revision TKA leads to increased patellofemo-
ral contact forces. J Orthop Res 28(1):1–5

 15. Mahoney OM, Kinsey TL (2006) Modular femoral offset stems facilitate 
joint line restoration in revision knee arthroplasty. Clin Orthop Relat Res 
446:93–98

 16. Laskin RS (2002) Joint line position restoration during revision total knee 
replacement. Clin Orthop Relat Res 404:169–171

 17. Sheth NP, Bonadio MB, Demange MK (2017) Bone loss in revision total 
knee arthroplasty: evaluation and management. J Am Acad Orthop Surg 
25(5):348–357

 18. Vince KG, Droll K, Chivas D (2008) New concepts in revision total knee 
arthroplasty. J Surg Orthop Adv 17(3):165–172

 19. Rosso F, Cottino U, Dettoni F, Bruzzone M, Bonasia DE, Rossi R (2019) Revi-
sion total knee arthroplasty (TKA): mid-term outcomes and bone loss/
quality evaluation and treatment. J Orthop Surg Res 14(1):280

 20. Mulhall KJ, Ghomrawi HM, Engh GA, Clark CR, Lotke P, Saleh KJ (2006) 
Radiographic prediction of intraoperative bone loss in knee arthroplasty 
revision. Clin Orthop Relat Res 446:51–58

 21. Qiu YY, Yan CH, Chiu KY, Ng FY (2012) Review article: treatments for 
bone loss in revision total knee arthroplasty. J Orthop Surg (Hong Kong) 
20(1):78–86

 22. Gandhi R, Backstein D, Zywiel MG (2018) Antibiotic-laden bone cement in 
primary and revision hip and knee arthroplasty. J Am Acad Orthop Surg 
26(20):727–734

 23. Hasandoost L, Rodriguez O, Alhalawani A, Zalzal P, Schemitsch EH, Wald-
man SD et al (2020) The role of poly(Methyl Methacrylate) in manage-
ment of bone loss and infection in revision total knee arthroplasty: a 
review. J Funct Biomaterials 11(2):25

 24. Encinas-Ullán CA, Rodríguez-Merchán EC (2018) Arthroscopic treat-
ment of total knee arthroplasty complications. EFORT Open Rev 
4(2):33–43

 25. Kurata K, Matsushita J, Furuno A, Fujino J, Takamatsu H (2017) Assess-
ment of thermal damage in total knee arthroplasty using an osteocyte 
injury model. J Orthop Res 35(12):2799–2807

 26. Pitto RP, Hamer H, Fabiani R, Radespiel-Troeger M, Koessler M (2002) 
Prophylaxis against fat and bone-marrow embolism during total hip 
arthroplasty reduces the incidence of postoperative deep-vein throm-
bosis: a controlled, randomized clinical trial. J Bone Joint Surg Ser A 
84(1):39–48



Page 11 of 11Bieganowski et al. Knee Surgery & Related Research           (2022) 34:30  

 27. Berend ME, Ritter MA, Keating EM, Jackson MD, Davis KE, Malinzak 
RA (2015) Use of screws and cement in revision TKA with primary or 
revision specific prosthesis with up to 17 years followup. J Arthroplasty 
30(1):86–89

 28. Lotke PA, Wong RY, Ecker ML (1991) The use of methylmethacrylate in 
primary total knee replacements with large tibial defects. Clin Orthop 
Relat Res 270:288–294

 29. Zheng C, Ma HY, Du YQ, Sun JY, Luo JW, Qu DB et al (2020) Finite ele-
ment assessment of the screw and cement technique in total knee 
arthroplasty. BioMed Res Int 2020:1

 30. Ritter MA (2004) Screw and cement fixation of large defects in total 
knee arthroplasty. J Arthroplasty 1(2):125–129. https:// doi. org/ 10. 1016/ 
S0883- 5403(86) 80050-X

 31. Sheth NP, Bonadio MB, Demange MK (2017) Bone loss in revision total 
knee arthroplasty. J Am Acad Orthop Surg 25(5):348–357

 32. Wang C, Pfitzner T, von Roth P, Mayr HO, Sostheim M, Hube R (2016) 
Fixation of stem in revision of total knee arthroplasty: cemented versus 
cementless—a meta-analysis. Knee Surg Sports Traumatol Arthrosc 
24(10):3200–3211

 33. Kosse NM, van Hellemondt GG, Wymenga AB, Heesterbeek PJC (2017) 
Comparable stability of cemented vs press-fit placed stems in revision 
total knee arthroplasty with mild to moderate bone loss: 6.5-year 
results from a randomized controlled trial with radiostereometric 
analysis. J Arthroplasty 32(1):197–201

 34. Toms AD, Barker RL, Jones RS, Kuiper JH (2004) Impaction bone-
grafting in revision joint replacement surgery. J Bone Joint Surg Ser A 
86(9):2050–2060

 35. Huten D, Pasquier G, Lambotte JC (2021) Techniques for filling tibi-
ofemoral bone defects during revision total knee arthroplasty. Orthop 
Traumatol Surg Res 107(1):102776

 36. Hanna SA, Aston WJS, de Roeck NJ, Gough-Palmer A, Powles DP (2011) 
Cementless revision TKA with bone grafting of osseous defects restores 
bone stock with a low revision rate at 4 to 10 years. Clin Orthop Relat 
Res 469(11):3164–3171

 37. Bedard NA, Cates RA, Lewallen DG, Sierra RJ, Hanssen AD, Berry DJ et al 
(2020) Outcomes of a technique combining diaphyseal impaction 
grafting and metaphyseal cones for severe bone loss in revision total 
knee arthroplasty. Bone Joint J 102-B(6_Suppl_A):116–122

 38. Albrektsson T, Johansson C (2001) Osteoinduction, osteoconduction 
and osseointegration. Eur Spine J 10:S96-101

 39. Dion C (2018) Scholarship @ Western revision total knee arthroplasty 
using a novel 3D printed titanium augment : a cadaveric biomechani-
cal study

 40. Chen F, Krackow K (1994) Management of tibial defects in total knee 
arthroplasty: a biomechanical study. Clin Orthopaedics Relat Res 
305:249–257

 41. Chung KS, Lee JK, Lee HJ, Choi CH (2016) Double metal tibial blocks 
augmentation in total knee arthroplasty. Knee Surg Sports Traumatol 
Arthrosc 24(1):214–220

 42. Ponzio DY, Austin MS (2015) Metaphyseal bone loss in revision knee 
arthroplasty. Curr Rev Musculoskelet Med 8(4):361–367

 43. Stambough JB, Haynes JA, Barrack RL, Nunley RM (2018) Acetabular 
wedge augments for uncontained tibial plateau defects in revision 
total knee arthroplasty. Arthroplasty Today 4(3):313–318

 44. Crawford DA, Berend KR, Morris MJ, Adams JB, Lombardi AV (2017) 
Results of a modular revision system in total knee arthroplasty. J 
Arthroplasty 32(9):2792–2798

 45. Parratte S, Abdel MP, Lunebourg A, Budhiparama N, Lewallen DG, Hans-
sen AD et al (2015) Revision total knee arthroplasty: the end of the 
allograft era? Eur J Orthop Surg Traumatol 25(4):621–622

 46. Kang SG, Park CH, Song SJ (2018) Stem fixation in revision total knee 
arthroplasty: indications, stem dimensions, and fixation methods. Knee 
Surg Relat Res 30(3):187–192

 47. Chun CH, Kim JW, Kim SH, Kim BG, Chun KC, Kim KM (2014) Clinical 
and radiological results of femoral head structural allograft for severe 
bone defects in revision TKA—a minimum 8-year follow-up. Knee 
21(2):420–423

 48. Sandiford NA, Misur P, Garbuz DS, Greidanus NV, Masri BA (2017) No 
difference between trabecular metal cones and femoral head allografts 
in revision TKA: minimum 5-year followup. Clin Orthop Relat Res 
475(1):118–124

 49. Mancuso F, Beltrame A, Colombo E, Miani E, Bassini F (2017) Management 
of metaphyseal bone loss in revision knee arthroplasty. Acta Biomed 
88(2):98–111

 50. Nikolaus OB, Abdel MP, Hanssen AD, Lewallen DG (2017) Porous tantalum 
femoral metaphyseal cones for large femoral bone defects in revision 
total knee arthroplasty. JBJS Essential Surg Tech 7(2):1–11

 51. Rajgopal A, Kumar S, Aggarwal K (2021) Midterm outcomes of tantalum 
metal cones for severe bone loss in complex primary and revision total 
knee arthroplasty. Arthroplasty Today 7:76–83

 52. Remily EA, Dávila Castrodad IM, Mohamed NS, Wilkie WA, Kelemen MN, 
Delanois RE (2020) Short-term outcomes of 3D-printed titanium metaphy-
seal cones in revision total knee arthroplasty. Orthopedics 44(1):43–47

 53. Chalmers BP, Malfer CM, Mayman DJ, Westrich GH, Sculco PK, Bostrom 
MP et al (2021) Early survivorship of newly designed highly porous meta-
physeal tibial cones in revision total knee arthroplasty. Arthroplasty Today 
8:5–10

 54. Ohlmeier M, Lausmann C, Wolff M, Abdelaziz H, Gehrke T, Citak M 
(2021) Preliminary clinical results of coated porous tibia cones in septic 
and aseptic revision knee arthroplasty. Arch Orthop Trauma Surg 
141(4):555–560

 55. Martin JR, Watters TS, Levy DL, Jennings JM, Dennis DA (2016) Remov-
ing a well-fixed femoral sleeve during revision total knee arthroplasty. 
Arthroplasty Today 2(4):171–175

 56. Mason JB, Fehring TK (2006) Removing well-fixed total knee arthroplasty 
implants. Clin Orthop Relat Res 446:76–82

 57. Panesar K, Al-Mouazzen L, Nessa L, Jonas SC, Agarwal S, Morgan-Jones R 
(2021) Revision total knee arthroplasty using an uncemented meta-
physeal sleeve, rotating hinge prosthesis: a case series of 99 patients. J 
Arthroplasty 36(6):2121–2125

 58. Algarni AD (2020) Cementless metaphyseal sleeve fixation in revision 
knee arthroplasty: our experience with an Arabic population at the 
midterm. Adv Orthopedics 2020:1

 59. Shen C, Lichstein PM, Austin MS, Sharkey PF, Parvizi J (2014) Revision 
knee arthroplasty for bone loss: choosing the right degree of constraint. J 
Arthroplasty 29(1):127–131

 60. Fram B, Smith EB, Deirmengian GK, Abraham JA, Strony J, Cross MB et al 
(2020) Proximal tibial replacement in revision knee arthroplasty for non-
oncologic indications. Arthroplasty Today 6(1):23–35

 61. Höll S, Schlomberg A, Gosheger G, Dieckmann R, Streitbuerger A, 
Schulz D et al (2012) Distal femur and proximal tibia replacement with 
megaprosthesis in revision knee arthroplasty: a limb-saving procedure. 
Knee Surg Sports Traumatol Arthrosc 20(12):2513–2518

 62. Pala E, Trovarelli G, Calabrò T, Angelini A, Abati CN, Ruggieri P (2015) 
Survival of modern knee tumor megaprostheses: failures, functional 
results, and a comparative statistical analysis. Clin Orthop Relat Res 
473(3):891–899

 63. Vaishya R, Thapa SS, Vaish A (2020) Non-neoplastic indications and out-
comes of the proximal and distal femur megaprosthesis: a critical review. 
Knee Surg Relat Res 32(1):18

 64. Bernthal NM, Greenberg M, Heberer K, Eckardt JJ, Fowler EG (2015) What 
are the functional outcomes of endoprosthestic reconstructions after 
tumor resection? Clin Orthop Relat Res 473(3):812–819

 65. Schwartz AJ, Kabo MJ, Eilber FC, Eilber FR, Eckardt JJ (2010) Cemented 
distal femoral endoprostheses for musculoskeletal tumor: improved 
survival of modular versus custom implants. Clin Orthop Relat Res 
468(8):2198–2210

 66. Sharma S, Turcotte RE, Isler MH, Wong C (2006) Cemented rotating hinge 
endoprosthesis for limb salvage of distal femur tumors. Clin Orthop Relat 
Res 450:28–32

 67. Vertesich K, Puchner SE, Staats K, Schreiner M, Hipfl C, Kubista B et al 
(2019) Distal femoral reconstruction following failed total knee arthro-
plasty is accompanied with risk for complication and reduced joint 
function. BMC Musculoskelet Disord 20(1):47

 68. Grammatopoulos G, Alvand A, Martin H, Whitwell D, Taylor A, Gibbons 
CLMH (2016) Five-year outcome of proximal femoral endoprosthetic 
arthroplasty for non-tumour indications. Bone Joint J 98-B(11):1463–1470

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.

https://doi.org/10.1016/S0883-5403(86)80050-X
https://doi.org/10.1016/S0883-5403(86)80050-X

	Bone loss in aseptic revision total knee arthroplasty: management and outcomes
	Abstract 
	Background: 
	Main text: 
	Conclusions: 

	Introduction
	Preoperative planning
	Intraoperative examination
	Classification of bone defects in revision total knee arthroplasty

	Management of bone defects
	Cement
	Cement with screws
	Modular stems
	Impaction bone graft
	Augments
	Tibial augments
	Femoral augments
	Bulk allograft
	Cones
	Sleeves
	Megaprostheses

	Conclusions
	Acknowledgements
	References


